We developed an ECG T-shirt with a portable recorder for unobtrusive and long-term multichannel ECG monitoring with active electrodes. A major drawback of conventional 12-lead ECGs is the use of adhesive gel electrodes, which are uncomfortable during long-term application and may even cause skin irritations and allergic reactions. Therefore, we integrated comfortable patches of conductive textile into the ECG T-shirt in order to replace the adhesive gel electrodes. In order to prevent signal deterioration, as reported for other textile ECG systems, we attached active circuits on the outside of the T-shirt to further improve the signal quality of the dry electrodes. Finally, we validated the ECG T-shirt against a commercial Holter ECG with healthy volunteers during phases of lying down, sitting, and walking. The 12-lead ECG was successfully recorded with a resulting mean relative error of the RR intervals of 0.96% and mean coverage of 96.6%. Furthermore, the ECG waves of the 12 leads were analyzed separately and showed high accordance. The P-wave had a correlation of 0.703 for walking subjects, while the T-wave demonstrated lower correlations for all three scenarios (lying: 0.817, sitting: 0.710, walking: 0.403). The other correlations for the P, Q, R, and S-waves were all higher than 0.9. This work demonstrates that our ECG T-shirt is suitable for 12-lead ECG recordings while providing a higher level of comfort compared with a commercial Holter ECG.
Introduction
Unobtrusive sensing of vital signs, such as cardiac activity and respiration, has been increasingly applied in the past decade. The aging of our society has resulted in an increasing demand on medical staff, which cannot always be met. As a result, an increasing number of technical solutions, the so-called personal healthcare systems, are being developed. They aim at enabling sick and elderly patients to stay at home for a longer period , rather than facing prolonged hospital stays. When staying at home, patients generally benefit from increased comfort, which may accelerate their recovery. In turn, costs for the healthcare system will be reduced by shortening the stay in hospital. This is the main rationale for developing long-term monitoring solutions for the home environment.
One of the established long-term cardiac monitoring devices is the Holter. This is a portable electrocardiography (ECG) device with up to 12 leads for long-time application. These ECG recorders are often used to diagnose cardiac conditions over the duration of several days. For this, patients wear the device while continuing their daily routine.
Commercial Holter devices consist of a portable ECG recorder with adhesive electrodes. However, these electrodes have one major problem: the gel that ensures good conductivity can lead to skin allergies. Moreover, the longer the gel is applied, the greater the possibility that more problems arise. Signal quality is deteriorated if the gel dries up, which is highly probable during long-term monitoring. In addition, in some cases (e.g., if patients are sweating), the electrodes detach themselves, requiring reapplication. If this occurs, the patient may not reattach them in the correct
Materials and Methods
The portable 12-lead ECG measurement system consists of a T-shirt, active electrodes and an ECG recorder. The active electrodes of the capacitive measurement system record the potentials on the body's surface. The analogue signals from the active electrodes are digitalized in the ECG recorder, which also calculates the 12 ECG leads. The signals of the leads are then processed by a microcontroller and stored on an SD card in the ECG recorder. In terms of practicability, it would have been an option to send the data wirelessly. The two main reasons why no wireless module was used are medical data protection and power consumption. A wireless module would drastically reduce battery life, especially when sending data of 12 channels at a high sample rate.
12-Lead ECG
A 12-lead ECG requires 10 electrodes on the patient's limbs and chest: 10 physical channels are recorded (3 limb leads, 6 thoracic leads, 1 RL lead), as shown in Figure 1 .
In Holter ECGs, the electrodes are placed only on the chest. Figure 1 shows that, additional to the 3-lead setup for Einthoven and Goldberger, 6 Wilson leads are included. Einthoven and Goldberger leads are calculated from three electrodes forming a triangle, namely the left leg (LL), left arm (LA) and right arm (RA), also called limb electrodes. The fourth electrode applied is the neutral or right leg electrode. The bipolar Einthoven leads are calculated as follows:
so that I I I = I I − I. The regular shape of the Einthoven II lead is shown in Figure 2 . The ECG can be divided into different waves that are referred to as P to T. They reflect the stages of the electrical excitation propagation of the heart. The P-wave is the depolarization of the atria. The QRS complex (QRS waves) reflects the depolarization of the ventricles and the T-wave is their repolarization. The unipolar Goldberger leads are also recorded for the 12-lead ECG. The Goldberger leads, denoted aVR, aVL and aVF, are augmented leads. These leads are formed using an augmented reference electrode, which is a combination of the two other limb electrodes. This is calculated as follows:
The Wilson leads are placed around the left side of the rib cage. Wilson leads are used to detect local irregularities of electric cardiac function, such as infarctions. The leads are labeled V1 to V6. Their reference is called the Wilson central terminal (WCT). It is a reference potential that is formed by connecting all three limb electrodes to 5 k ohm resistors resulting in their average [23] .
Measurement System

T-Shirt
The T-shirt is a commercially available breathable sports T-shirt (Nike Legend Pro DRI-FIT, Beaverton, OR, USA) . Ten textile patches made of electrically conductive fabric (Shieldex Med-tex P180, Statex, Bremen, Germany) serve as electrodes. The patches (4 cm × 4 cm) are sewn into the interior of the T-shirt (see Figure 3 ). This fabric is silver plated with 99% silver and has been used as electrodes by two other groups [24, 25] . While other conductive textile materials exist, silver coating was selected. It was found that silver electrodes are advantageous even at recording low frequencies [26] . a b The locations are chosen according to the common 12-lead ECG setup (see Figure 1 ). The driven right leg (DRL) electrode has a larger area to ensure good contact (30 cm × 5 cm). Each electrode has a snap fastener connection, where the amplifier boards (or in the case of the DRL electrode, the cable) that lead to the ECG recorder are fastened.
The T-shirt needs to fit relatively tightly, since signal quality improves with contact pressure of the electrodes. Therefore, we added a few Velcro straps to "tighten" the T-shirts and keep the electronics in place.
Electrodes
The textile electrodes are followed by active circuits. The aim was to improve the signal quality of a dry or an optionally capacitive setup.
The main principle of the active electrodes is shown in Figure 4 . As mentioned, the textile patches serve as electrodes and they are connected to the outside of the T-shirt by snap fasteners. An active circuit PCB is placed on the snap fasteners from the exterior.
More precisely, an impedance converter with OPA129U (Texas Instruments, Dallas, TX, USA) on the PCB decouples the ECG signal at the snap fastener from the following electronics. A highly resistive bias resistor (10 G ohm) prevents the build-up of static charge at the input on the impedance converter. Then, the analogue output of the impedance converter is led to the ECG recorder with a shielded six-wire cable. This cable also carries extra wires for the power supplies (see Figure 3) . The tenth electrode is the so-called DRL electrode, which attenuates common mode signals and produces a better signal-to-noise ratio. The DRL signal is generated in the ECG recorder on an integrated chip and is fed into the electrode patch of the right leg. The T-shirt and the active electrodes are presented in Figure 5 . 
12-Lead ECG Recorder
The 12-lead ECG recorder is a portable device with the following dimensions: 70 mm × 65 mm × 30 mm ( Figure 5 ) and weighs 180 g. Figure 6 presents details of the recorder. The design is based on two ADS1298 analogue digital converters (ADC) (Texas Instruments, Dallas, TX, USA). The ADS1298 chip is a designated ECG ADC converter. It has eight differential ADC input channels with 24-bit resolution and a sample rate that can be set from 250 samples per second (SPS) to 32,000. It also has the capability of calculating the 12-lead ECG and a DRL signal. As our design consists of two ADS1298, 16 channels are available and a true 12-lead ECG can be recorded. This means that the 12-lead ECG is recorded with 10 electrodes and is not estimated from a smaller number of electrodes. Both chips are connected in parallel to one serial peripheral interface (SPI) port of the microcontroller using separate chip select (CS) lines (see Figure 7) . One of the ADS1298 is the master and provides its clock for synchronization and the other is the slave. They are started with a START signal. The ADS1298 signals the microcontroller when data are available and ready to be sent. Since both ADS1298 are synchronized, data from both chips can be retrieved. After retrieving data from the first chip, the CS line is switched and the second one is read out. The sampling rate is set to 500 SPS ; no other sampling rates are used. The ADS1298 has differential inputs that can be enhanced by a gain factor. The bipolar Einthoven leads II and III are recorded on the master ADS1298 by the differences of its respective electrodes (see Equations (1)- (3)). The Wilson Central Terminal (WCT) is generated internally using the three limb leads. In addition, a DRL circuitry is on board the ADS1298 using the WCT signal.
The second ADS1298 is primarily used to generate the Goldberger leads and to record the Einthoven lead I. The augmented leads are created according to Equations (4)-(6). The reference is formed by averaging the other two limb electrode potentials. Because only five of the eight channels are used for Goldberger, the three remaining channels can be used for other sensors.
A microcontroller MSP430F5529 (Texas Instruments, Dallas, TX, USA) was used. This microcontroller has low power consumption, but is fast enough to write on a micro SD with 200,000 bytes/s. Additionally, the MSP430F5529 has an SPI to access the ADS1298 and to store the ECG data onto the microSD, with up to 64 GB storage.
In order to run a portable device, the power is provided by two 3.7 V rechargeable lithium polymer batteries with 1950 mAh and 1400 mAh, respectively. Two different sizes of batteries were chosen to enable a perfect fit into the small casing. Power management had to be devised carefully, since not only the internal components of the ECG recorder require power, but also the active electrodes. Moreover, as the system is intended for long-time recording purposes, battery life is an important issue.
A safety circuit uncouples the battery if the voltage of the cells is below 2.7 V. A fuel gauge BQ27441 (Texas Instruments, Dallas, TX, USA) is used to estimate the remaining battery capacity and the state of charge. The batteries are charged via a mini USB connector on the recorder with an external power source. The loading of the batteries is solved with a BQ24075 (Texas Instruments, Dallas, TX, USA) chip, which can load with up to 1.5 A current and is set to 1.317 A. Charging begins as soon as the USB port is connected.
Several power sources are required. The microcontroller needs a constant voltage supply of 3.3 V, which is provided by a TPS63030 (Texas Instruments, Dallas, TX, USA) buck-boost converter. The two ADS1298 are supplied by a symmetrical power supply of ±2.5 V, which is generated by TPS799 (Texas Instruments, Dallas, TX, USA) and the TPS723 (Texas Instruments, Dallas, TX, USA) negative output linear regulator. It also needs 3.3 V digital supply.
The OPA129U chip of the active electrodes requires a minimum of ±5 V. Other than with conventional wet electrodes, higher baselines can occur; therefore, the higher power supply would be beneficial to avoid saturation of the amplifier through DC offsets. However, only ±5 V was chosen. This improves battery running time and satisfies the concerns about patient safety. This ±5 V power source was implemented by using the TPS65131 (Texas Instruments, Dallas, TX, USA) split-rail converter, which has a positive and negative voltage output. In total, around 260 mW are needed for recording, which leads to an estimated maximum runtime of 47 h.
Measurement Setup
The design was experimentally tested on three healthy male volunteers. The subjects were asked to wear both the 12-lead ECG T-shirt and the reference Holter ECG BT12 (Corscience, Erlangen, Germany) at the same time. The BT12 has a software that displays the ECG channels and the heart rate in real-time. However, only raw data that can be exported from the software, which does not include the RR (beat-to-beat) or heart rate information. Data collection with the ECG T-shirt hardware is as follows: after a recording is started, the data is stored on the SD card in the recorder. The raw data can then be transferred to a PC for further processing.
Three experimental scenarios were conducted for 5 min each: (i) lying in bed; (ii) sitting; and (iii) walking at 1.49 mph. We hypothesized that whilst lying down, fewer movement artifacts would occur than during the other two scenarios. In addition, heart rate at rest was expected to be lower compared with sitting and walking.
The data were post-processed on a PC with an Intel Core i5-2500 CPU @ 3.30 GHz (Intel Corporation, Santa Clara, CA, USA) and 8 GB RAM. The first step was to filter the obtained ECG data with a 3rd order Butterworth bandpass filter between 2 and 20 Hz. In order to obtain the RR intervals (beat-to-beat intervals) , a method for beat-to-beat interval identification of multi-channel data based on self-similarity features was applied for the reference and T-shirt data [27] . Using this method, beat-to-beat intervals in any kind of cardiac-related data can be determined as long as a repetitive pattern is detectable. In this way, the RR intervals of the shirt and the reference were calculated.
The data of the two systems had to be synchronized, since the devices could not be started at exactly the same time. The idea was to make use of heart rate variability. Every healthy person has a slight variation in heart rate over time and, thus, a variation in RR intervals. This fact was used to match both systems by aligning intervals of the same length.
For that, a prominent sequence, which appears in the intervals of both the T-shirt ECG and the reference ECG, was manually selected (see the vertical dotted lines in Figure 8) . Afterwards, the respective maximum was automatically detected in each of the two sequences (see markers in Figure 8) . Finally, the time shift was automatically computed using the difference between the two maximums, and the timestamps of the T-shirt ECG and the reference ECG were corrected accordingly.
However, the data did not yet correspond because the sampling rates of the devices were slightly off. Despite the sampling rate of f s = 500 Hz, the data did not correspond. Therefore, the next step was to determine the samples x ref (i RR ) and x shirt (i RR ) of the corresponding intervals i RR = {1, 2, ..., m} and to calculate their difference ∆x = x shirt − x ref . This difference increases linearly over the course of the measurement, as can be seen in Figure 8 . This linearity was used to approximate a function ∆x = p 1 · x shirt + p 0 . The mean was p 0 = 0.0025 and p 1 = −296.16. We adjusted the time stamps of the commercial device by adding ∆x/ f s. This was calculated for every measurement separately. The ECG data were matched with the new time base and could then be adequately compared. Mathematical modeling was only done for the purpose of evaluation and for the comparison of our system to the reference system. In future, the reference system is not intended for the use at the same time.
Results
The experimental data obtained from the novel device were analyzed. Extracted RR intervals as well as the morphology of the ECG wave were compared with the reference signal.
RR Interval Analysis
The relative error for the RR intervals was computed for all three scenarios with all subjects. The duration of each experiment was 5 min. The relative error and signal coverage (percentage of the entire measurement time during which the signal was evaluable) were computed (Table 1 ). In one experiment (S1 walking), the ECGs were exceptionally noisy: the coverage was only 49.5% with a relative error of 75.5%. This particular measurement was disregarded for further analysis. The mean relative error for the RR intervals in every scenario was 0.96% and the mean coverage of the signal was 96.6%. The Bland-Altman diagram for all subjects is presented in Figure 9 ; the RR intervals extracted from both devices are compared in this diagram. The RR intervals used in this section were extracted from the Einthoven II lead with the algorithm by Brueser [27] . Furthermore, only artifact-free data were selected for the diagram, so the mean coverage was 87.2%. The bias was at −1.9 ms and the 95% limits of agreement were −20.1 ms and −23.9 ms. 
ECG Wave Analysis
In addition to RR interval analysis, the ECG leads were segmented into their P, Q, R and S-waves. Data with artifacts were selected manually and subsequently discarded. Finally, the resulting ECG waves were compared. For that purpose, a script was written to automatically identify the R, P, Q and S-waves. Since the location of the R-wave is easily found, the other waves could be identified as peaks relative to that position. Figure 10 shows an excerpt from the Einthoven II lead from subject S1. The data of the T-shirt and the reference were bandpass-filtered (2-20 Hz) beforehand. The waves are highlighted for both ECG curves. The R-peaks of the lead and the other waves correspond. Next, a closer analysis of the P, Q, R and S-waves was performed. Tables 2-4 present the results for the three scenarios: lying, sitting and walking. The temporal correlation of the data from both devices was calculated for each wave separately using Pearson's linear correlation coefficient. For each wave, the time stamp of the prominent peak was correlated. The mean correlation of each wave per lead is shown in Tables 2-4. The correlation signifies the matching of the waves extracted from both devices. A correlation close to zero indicates poor correspondence of the signals, whereas a correlation close to 1 indicates high correspondence. Additionally, the median of the time differences t shirt (i wave ) − t ref (i wave ) for the occurrence i wave = {1, 2, ...n} are determined for each P, Q, R and S wave per lead. These values indicate the time difference of the estimated waves in ms. A difference close to 0 ms is a perfect match. If this value is higher, the match is less precise. Table 2 . Data on statistics of all subjects (lying) with coverage: 86.79% ± 4.13%. Mean correlation and median of time difference (t shirt − t ref ) for all subjects for P, Q, R, S, and T waves. For lying down, the data of all subjects were evaluable and the overall coverage was 86.79% ± 4.13%. Mean correlation was 92.14% ± 6.05% and the time difference was 2.4 ± 0.5 ms.
Lead
For sitting, the ECG data of all subjects were evaluable and the overall coverage was 94.37% ± 3.3%. Mean correlation was 91.1% ± 11.55% and the time difference was 0.6 ± 10.9 ms.
For walking, the ECG data of only subjects S2 and S3 were acceptable and the overall coverage was 83.47% ± 5.09%. Mean correlation was 76.9% ± 22.39% and the time difference was 6.6 ± 14.7 ms. Table 3 . Data on statistics of all subjects (sitting) with coverage: 94.37% ± 3.30%. Mean correlation and median of time difference (t shirt − t ref ) for all subjects for P, Q, R, S, and T waves. 
Discussion
We have presented a 12-lead textile ECG T-shirt and portable ECG recorder. This device was evaluated using a standard 12-lead Holter as a reference and by conducting a study with healthy volunteers. Three experimental scenarios were devised (lying down, sitting and walking). Evaluation was performed by extracting the RR intervals and comparing the results with the gold standard. Finally, the ECG waves were examined in detail.
The first step was to synchronize the data of both devices. As the devices were not started at exactly the same time, matching was necessary. Moreover, because the sampling rate of 500 Hz produced a different amount of samples for the two devices, this also had to be taken into account. It is most likely that the clocks in the two devices run at a slightly different rate.
By comparing the RR intervals, a very low mean relative error of 0.96% was produced with a coverage of 96.6%. Furthermore, the Bland-Altman diagram (see Figure 9) shows accurate agreement of both systems with a bias of −1.9 ms and 95% limits of agreement of −20.1 ms and −23.9 ms. The bias represents a systematic error between the devices, which equals the possible temporal resolution for 500 Hz (2 ms). Although this is only a small error, it was relevant for the comparison of the ECG waves and the reason why the data were synchronized.
The mean RR interval length was 1.012 ± 0.071 s for lying, 0.898 ± 0.079 s for sitting, and 0.800 ± 0.047 s for walking. Although we had hypothesized that walking would produce more artifacts, the coverage was comparable for all three scenarios. We managed to avoid artifacts by applying sufficiently high contact pressure to the electrodes by putting adjustable Velcro on the back of the T-shirt. At the same time, the pressure of the T-shirt was not so high as to obstruct the subjects' breathing. However, if the T-shirt is planned to be worn by a particular group of patients, other safety measures might be necessary to consider.
One measurement of S1 walking was unsuccessful and consisted mostly of noise. An explanation for this could be the buildup of static charge or triboelectric effects, as explained by Wartzek et al. [28] . According to Wartzek, local triboelectric effects are the source of severe artifacts. They are mainly caused by unmatched electrodes and a bad connection to the DRL. Unmatched electrodes decrease the common mode rejection ratio (CMRR), while the CMRR should be as high as possible for good measurements.
Static effects can be minimized with some arrangements. As little electrode movement as possible is desirable to prevent charges. This is partially accomplished by maintaining sufficient electrode contact. Furthermore, if excess charges occur, a bias resistor in the active electrode allows discharge. Finally, the materials of the contact areas could be selected carefully [14] . An insulated electrode would cause larger electrostatic charges than a metal electrode [28] .
After inspection of the RR intervals, the ECG waves were evaluated. The highest correlation was found for the R-waves, which were used to synchronize the data. Furthermore, in every scenario, the Q and S-waves had correlations of over 0.9; in contrast, the T-wave had significantly lower correlations. For lying, the correlation of the P-wave was 0.9198 and the correlation of the T-wave was 0.8171. For sitting, the P-wave still had a correlation of 0.915, but the T-wave only 0.7095. In walking, the P-wave deteriorated to 0.7032 and the T-wave to only 0.4034. This can also be observed in the time differences, which were high for the T-waves. A possible explanation for this is an inaccurate algorithmic determination of the waves. Another reason could be a subpar electrode contact leading to signal deformation, which is determined by the electrode-body interface [14, 29] . Sufficient and constant contact pressure is known to be important for textile ECG measurements [1, 11, 30] . Assuming that the electrodes are the reason for the deformations, the results from Tables 2 and 3 were examined. Lead I, aVR, aVL, V2 and V3 clearly have high time differences. Lead I, aVR and aVL all depend on electrode RA and/or LA. Moreover, V2 and V3 seem to be affected. It is possible that these electrodes did not have sufficient contact pressure.
The coupling of the electrode-skin interface is most likely responsible for these aberrations. The electrode fabric is a silver plated knitted fabric with 99% pure silver. Typically, gel establishes conductive contact and decreases the impedance between the skin and the electrode. For dry contact, this impedance is rather high. That is why active electrodes with voltage followers are used. The input impedance is increased, while the output impedance is decreased [14] .
In our experiments, we experienced deteriorated signal quality if the shirt was too loose. In that case, there was not sufficient contact between the skin and the electrode so that the electrode-skin interface became both resistive and capacitive. This combination possibly created a high-pass filter and caused signal deformation. Further challenges with dry and non-contact electrodes have been discussed by e.g., Chi et al. [9] .
The system has not been tested with moisture so far. According to Chi et al., the signal of dry electrodes improves with moisture because it establishes a conductive contact between the electrode and the skin [9] . Additionally, tests with more subjects need to be conducted to ensure long-term functionality and stability. Moreover, adding extra sensors to observe the skin-electrode impedance is recommended, as this will allow to examine morphological differences between the T-shirt ECG.
Conclusions
This paper introduces a novel ECG T-shirt for 12-lead measurements with fully active and dry electrodes. A portable 12-lead ECG recorder was developed, which is compatible with the T-shirt. The system is portable and has a battery life of two days. To our knowledge, a 12-lead ECG T-shirt specifically with active electrodes has not been developed before. In a study with three volunteers, the functionality of the device was successfully compared with a commercial device in everyday scenarios. The relative error of the RR intervals was 0.96% with a mean coverage of 96.6%. The P-wave had a correlation of 0.703 for walking subjects, while the T-wave demonstrated lower correlations for all three scenarios (lying: 0.817, sitting: 0.710, walking: 0.403). The other correlations for the P, Q, R, and S-waves were all higher than 0.9. This work shows that a comfortable ECG T-shirt with active electrodes is suitable for 12-lead ECG recordings. 
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